Application of ultrasonic M-mode scanning and computer evaluation on urodynamics.
The M-mode scanning images of urethra, detrusor pressure and urine flow rate during voiding were recorded together on the line scan recorder, and allowed for plotting and calculation of some valuable urodynamic parameters by computer evaluation. This procedure will permit first application of M-mode scanning and new direction on urodynamics.